ARCS IRT Blackbody Calibration Check Form

I. Calibration information

Calibration Field
Calibration Check Calibration
This is a (check which): X
Date: GMT Be.gln End Date: GM.T E.nd ARCS #
Time: Time:
00:30 5-Aug 01:00 5-Aug
8/5/05gnd and 8/9/05sky| | and 04:00 9- | | &®/05 3| | 14 04:30 o- 3
8/9/05
Aug Aug
MM/DD/YY MM/DD/YY
Instrument / System: TWP OMS Part Number(s): TWP OMS Serial Number(s):
IRT SKYRAD KT19.85 867
IRT GNDRAD KT19.85 864
Location
(eg. PNNL, Manus): Participant(s): Issued by: Signature(s):

CALC(IRT1)-0002

Darwin

Mike Alsop - Garry Eckert

Rex Pearson - Bill Porch

Reference Instrument(s):

TWP OMS Part Number(s):

TWP OMS Serial Number(s):

Everest Reference Blackbody 1000 CS454
Everest Reference Blackbody 1000
II. Initial Values
Reference Reference
Using Gold Mirror Blackbody Reading at Blackbody Reading at
Sensor/Element: s/n 374 IRT s/n 416 IRT
IRT SKYRAD 26.5 27 26.6 27.3
Looking Directly at IRT
IRT SKYRAD 26.5 26.8 26.6 27.1
IRT GNDRAD 32.5 32.5 32.5 32.6
After replacement of lens
(if necessay)
IRT SKYRAD
IRT GNDRAD
lll. Einal Values
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UNCHANGED: CHANGED:] ]
Reference Reading at
Sensor/Element; Blackbody IRT
IRT SKYRAD
IRT GNDRAD
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IV. Statistics(if applicable)

CALC(IRT1)-0002

CF Range Uncertanty
No. of Samples: Std. Dev. % %
V. Calilbration Change(if applicable)
Internal Original
Sensor or Parameter Sensor Serial No. Resistance Sensitivity Offset Quadratic
(Ohms) (Volts/Unit)
Old Old Old Old Old
New New New New New
IRT GRNRAD
Document(s) Referenced: Document(s) Updated:
PRO(IRT)-005.001 PRO(IRT)-005.003
PROBLEMS:
NOTES:
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